





Gel. POSITIVE SATISFACTION 


F-2067 COPYRIGHT 1951 THE LIEBEL-FLARSHEIM CO., CINCINNATI 2, OHIO LITHO IN U.S.A, 


—_— 
= 


ss reread merger siti 


' 





CHOOSE ‘ 
LEBEL FLARSHEIM SHORT-WAVE | 





#. 


MODEL SW-660 





{ 


“S 
ey, 
> 





















bd 










SW-660 


with two arms for 
Air-Spaced Plates 








re SINGLE KNOB OUTPUT ADJUSTER 


To operate the Model SW-660, you needn't do a blessed 
thing but turn it on and bring the power output up to treat- 
ment level—all with one knob! There is no other! ‘’Tuning”’ is 
done automatically for you. This is definitely the simplest, 
smoothest power control ever used on any diathermy unit. 






Treating respiratory Using Utility Applit 
tract with Air-Spaced cator over both eyes) 
Plates. 




















“CAVITY” FREQUENCY CONTROL 


L-F engineers have adapted the ‘‘Cavity’’ principle to the 
F.C.C.-allocated 27.12 mc frequency—the same principle 
used so successfully at radar frequencies but not previously in 
the short-wave diathermy range. This frequency control is 
absolute! It’s the simplest, most foolproof system for perma- 
nently holding the fundamental frequency within the allocated 
channel. It is better than crystal control; better than elec- 
tronic control. It can never get out of order—never fail! 


SW-660 


with twoarms; 
Hinged Drum on 
either arm. 









SYNCHRO-MOTOR TREATMENT TIMER 


Built by Liebel-Flarsheim, world’s largest manufacturers of 
precision x-ray timers, the SW-660 synchronous motor timer 























_. is extremely accurate and dependable . . . will last for years. poe ee ee. Dgae 
Automatically cuts the current at the end of set treatment i; a a Be S ee 


period (one to 30 minutes). You may use it or not as you 
prefer—operation of the unit is not dependent on operation 
of the timer. 
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INFORMATIVE METERING DEVICE 


Actually two meters in one, this metering device (patented 
by L-F) tells you (1) the relative proportion of energy being 
delivered to the patient and (2) when to adjust the generator 
for variations in voltage supply. Used exclusively in L-F units 


| | 2 Pot | for many years, this metering device has long been con- 
OS Gide Fane nee MISSION — : sidered an informative guide to diathermy treatment. 





SW-660 


with single arm for 
Hinged Treatment 
Drum only. : Y 









Treatment to wrist, Treatment to elbo¥ 
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INRESTRIGTED CHOICE OF APPLIGATORS 


AIR-SPACED PLATES AND HINGED TREATMENT DRUM are interchangeable 
on the counterbalanced adjustable arms which afford instant place- 
ment and automatic retention of the applicators in any treatment 
position. They are simple, safe and quick to use. 


ILLUSTRATED BELOW are typical treatment applications with the 
SW-660 using an efficient method for each treatment. 


THE MODEL SW-660 effectively operates any and all short-wave dia- 
thermy applicators, either capacitive or inductive. Most useful of 
these are the L-F Air-Spaced Plates (capacitive) and the patented 
L-F Hinged Treatment Drum (inductive). These two types of ap- 
plicators, together with L-F’s air-spaced Utility Applicator, will 
accomplish practically any diathermy treatment. 
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SINGLE KNOB OUTPUT ADJUSTER 


To operate the Model SW-660, you needn't do a blessed 
thing but turn it on and bring the power output up to treat- 
ment level—all with one knob! There is no other! ‘‘Tuning”’ is » 
done automatically for you. This is definitely the simplest, co Phu 
smoothest power control ever used on any diathermy unit. — Se ee ir-Spaced 


Shoulder-to-wrist 
with Air-Spaced | 
Plates. 


Hinged Treatment 
Drum applied to 
shoulder. 


Localizing to single Specific use of Utility 
sinus with Utility Applicator for torti- 
Applicator. collis. 


Treating one ear with 


Frontal sinus appli- 
Air-Spaced Plates. 


cation with Hinged 
Treatment Drum. 


Using Utility Appli- 
cator over both eyes. 
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“CAVITY” FREQUENCY CONTROL 


L-F engineers have adapted the ‘‘Cavity’’ principle to the 
F.C.C.-allocated 27.12 me frequency—the same principle 
used so successfully at radar frequencies but not previously in 
the short-wave diathermy range. This frequency control is 
absolute! It’s the simplest, most foolproof system for perma- 
nently holding the fundamental frequency within the allocated 
channel. It is better than crystal control; better than elec- 
tronic control. It can never get out of order—never fail! 


SYNCHRO-MOTOR TREATMENT TIMER 


Built by Liebel-Flarsheim, world’s largest manufacturers of 


precision x-ray timers, the SW-660 synchronous motor timer 
is extremely accurate and dependable .. . will last for years. 
Automatically cuts the current at the end of set treatment 


Long-path Air-Spaced 
Plate application to 
back. 


Lateral chest treat- 
ment with Hingec 
Drum. 


Hinged Treatment 
Drum to full chest. 


Low back application 
with Hinged Drum. 


Treating single hip 
with Hinged Drum... 


Hinged Drum appli- 


cation to pelvic area. 


“Through-and- 
through”’ chest treat- 
ment with Air-Spaced 
Plates. 


Hinged Drum (open) 
for treatment along 
spine. 


| 
period (one to 30 minutes). You may use it or not as you 
| 


prefer—operation of the unit is not dependent on operation 
of the timer. 


INFORMATIVE METERING DEVICE 


Actually two meters in one, this metering device (patented 
by L-F) tells you (1) the relative proportion of energy being 
delivered to the patient and (2) when to adjust the generator 
for variations in voltage supply. Used exclusively in L-F units 
for many years, this metering device has long been con- 
sidered an informative guide to diathermy treatment. 


“Boxing’’an ankle for Hinged Treatment 
treatment with Air- Drum applied to 
Spaced Plates. knee. 


Air-Spaced Plate method of local- 


Air-Spaced Plates ad- | 
izing heat in knee. 


justed for treatment 
to thigh and leg. 


Treatment to elbow 
with Hinged Drum. 


Long-path with Air-Spaced Plates 


Treatment to wrist, 
applied hip to foot. 


hand or fingers with 
Air-Spaced Plates. 
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power KO) spare 


for any and 


all treatment 
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prominent users of Liebel-Flarsheim diathermy units: 


WE ARE JUSTLY PROUD of the thousands of physicians, hospitals, institutions and industrial dis- 
pensaries who have chosen L-F diathermy units, and of such prominent users as the medical 
services of the U.S. White House, National Bureau of Standards, U.S. Congress and U.S. Supreme 
Court. To limit the list below, we are including only multiple-unit purchasers and are confining 
these to institutional buyers to illiistrate that CAREFUL AND DISCRIMINATING PUR- 





*Alexian Brothers Hospitals 
American Cyanamid Corporation 
Baruch Center of Physical Medicine 

- Baton Rouge General Hospital 

*Bell Telephone System 
Bowman-Gray School of Medicine 
Christ Hospital, Cincinnati 
City Hospital, Akron 

*Delaware Hospital, Wilmington 

*E.I. DuPont de Nemours Co. 
Emory University Hospital, Atlanta 

*Ford Motor Company : 

*Gar field Memorial Hospital, 

Washington, D.C. 


Georgetown University Hospital 
George Washington University Hospital 
*General Motors Corporation 


*Huntington Memorial Hospital, Pasadena 


*Jewish Hospital, Philadelphia 

*Johns Hopkins Hospital, Baltimore 
Mount Sinai Hospital, Chicago 
Mount Sinai Hospital, Cleveland 

*Miami Valley Hospital, Dayton, Ohio 

*Missouri Baptist Hospital, St. Louis 
Montefiore Hospital, New York City 
National Cash Register Co. 

*City of New York, Dept. of Hospitals 
New York University 


“CHASERS CHOOSE L-F DIATHERMY AGAIN AND AGAIN! (Users marked von an 
asterisk own four to twenty-four L-F diathermy units.) 


*Norfolk General Hospital 

*New Jersey Orthopedic Hospital 
Presbyterian Hospital, New York City 
Rutgers University 

*Santa Fe Hospital, Topeka 
St. Anthony’s Hospital, St. Louis 

*Standard Oil Company 
United Nations (Lake Success) 
U.S. Army Medical Center — 

*U .S. Public Health Service 

*U.S. Veterans Administration 
University of Illinois Hospitals 
University of Virginia Hospital 
University Hospital, Baltimore 








Symbol of 
the world’s finest 
electromedical apparatus 
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